Improving the quality of BIACORE-based affinity measurements.
Although the BIACORE technology has become the standard method for measuring the affinity of antigen-antibody interactions, many users of the technology do not apply the most advanced experimental design and data processing methods that are now available. In addition, many published reports fail to provide the experimental details that are necessary to assess the reliability of the affinity data that are presented. This review describes the experimental conditions that should be used to ensure that reliable biosensor data are collected. There is little justification for the belief that ELISA methods provide in principle more reliable affinity parameters than biosensor technology.